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concerning the application of pertinent
provisions of this part to their respec-
tive functions.

(c) Persons whose presence can ad-
versely affect the safety and purity of
the products shall be excluded from
areas where the collection, processing,
compatibility testing, storage or dis-
tribution of blood or blood components
is conducted.

[40 FR 53532, Nov. 18, 1975, as amended at 49
FR 23833, June 8, 1984; 55 FR 11014, Mar. 26,
1990; 62 FR 53538, Oct. 15, 1997]

Subpart C—Plant and Facilities
§ 606.40 Facilities.

Facilities shall be maintained in a
clean and orderly manner, and shall be
of suitable size, construction and loca-
tion to facilitate adequate cleaning,
maintenance and proper operations.
The facilities shall:

(a) Provide adequate space for the
following when applicable:

(1) Private and accurate examina-
tions of individuals to determine their
suitability as blood donors.

(2) The withdrawal of blood from do-
nors with minimal risk of contamina-
tion, or exposure to activities and
equipment unrelated to blood collec-
tion.

(3) The storage of blood or blood com-
ponents pending completion of tests.

(4) The quarantine storage of blood or
blood components in a designated loca-
tion pending repetition of those tests
that initially gave questionable sero-
logical results.

(5) The storage of finished products
prior to distribution.

(6) The quarantine storage, handling
and disposition of products and re-
agents not suitable for use.

(7) The orderly collection, processing,
compatibility testing, storage and dis-
tribution of blood and blood compo-
nents to prevent contamination.

(8) The adequate and proper perform-
ance of all steps in plasmapheresis,
plateletpheresis and leukapheresis pro-
cedures.

(9) The orderly conduction of all
packaging, labeling and other finishing
operations.

(b) Provide adequate lighting, ven-
tilation and screening of open windows
and doors.

(c) Provide adequate, clean, and con-
venient handwashing facilities for per-
sonnel, and adequate, clean, and con-
venient toilet facilities for donors and
personnel. Drains shall be of adequate
size and, where connected directly to a
sewer, shall be equipped with traps to
prevent back-siphonage.

(d) Provide for safe and sanitary dis-
posal for the following:

(1) Trash and items used during the
collection, processing and compat-
ibility testing of blood and blood com-
ponents.

(2) Blood and blood components not
suitable for use or distribution.

Subpart D—Equipment

§ 606.60 Equipment.
(a) Equipment used in the collection,

processing, compatibility testing, stor-
age and distribution of blood and blood
components shall be maintained in a
clean and orderly manner and located
so as to facilitate cleaning and mainte-
nance. The equipment shall be ob-
served, standardized and calibrated on
a regularly scheduled basis as pre-
scribed in the Standard Operating Pro-
cedures Manual and shall perform in
the manner for which it was designed
so as to assure compliance with the of-
ficial requirements prescribed in this
chapter for blood and blood products.

(b) Equipment that shall be observed,
standardized and calibrated with at
least the following frequency, include
but are not limited to:

Equipment Performance check Frequency Frequency of calibration

Temperature recorder .... Compare against thermometer ............. Daily ................... As necessary.
Refrigerated centrifuge .. Observe speed and temperature .......... Each day of use Do.
Hematocrit centrifuge .... ............................................................... ............................ Standardize before initial use, after re-

pairs or adjustments, and annually.
Timer every 3 mo.

General lab centrifuge ... ............................................................... ............................ Tachometer every 6 mo.
Automated blood-typing

machine.
Observe controls for correct results ..... Each day of use.
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